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/A5ame. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
Q;fs@ S0\ STATE PUBLIC HEALTH LABORATORY
)i

145 /BREATH ALCOHOL PROGRAM

INTOX DMT MAINTENANCE REPORT eEEE REPORT #1
L.By Carol Day at 1:51 prm, Mar 27, 2015

Complete this report at the ime of the regular monthly preventive meintenance check {not to exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever ilis placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, BHSS.

1HEOX OMY SN NAME OF AGENCY DAYE CF INSPECTION
500096 Missouri State Highway Patrol 03/17/2015

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECEDN
SOUTHWEST TRFWY AND 39TH ST 22:02:03

CHECKILIST: Place a mark in the box by each item if found to be salisfactory or is operating within established limits. (Write in observed
values where determined). Unmarked items must be corrected before using instrument. :

Kl DIAGNOSTIC RECORD

DATE AND TIME _03/17/2015 22:02:08 i DETECTOR
] PROGRAM Kl FILTERA1
SAMPLE CHAMBER_48.8°C FILTER 2
BREATH TUBE_41.7°C Bl FILTER 3
® PUMP K1 INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS ]
K SIMULATOR STANDARD [0 COMPRESSED ETHANOL-GAS MIXTURE
Kl STANDARD SUPPLIER_GUTH LOT #_ 13280 EXP. DATE _10/29/2015
Xl SIMULATOR TEMP (34°C £0.2°C)_33.9 !SiMULATOR SN_CD05479 [SIMULATOR EXP DATE _10/29/2015

Kl CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard, All three tests must be wilhin £5% of the standard value and must have a spread

of .005 or fess. Mark the box corresponding to the standard being used,
0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

[0 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

0O 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.099 TEST 2: 0,101 TEST 3: 0.101

PERFORM R.F.I. TEST

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT:
REFUSALS: 0 0-.04: 0 .05-08: 0 |.1e-.14: 0 15.19: 0 OVER .19: 0

LIST ANY NEVY PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MACE TO RESTCRE THE INSTRUMENT TO OPERATE SATISEAGTORILY AND VWITHIN
ESFABLISHED LIMITS (USE QTHER SIDE IF NECESSARY)

INSPECTING OFFICER
SIGNATURE ' PRINT FULL NAME

i ey RCOBERT V MCCORMICK
TYPE Il PERMIT NUNBER EXPIRATION DATE [TELEPHOHE NUMBER
341838 05/05/2016 816-622-0800
RETURN COMPLETED REPORT TO THE Breath Alcoho! Program, MO Deparment of Heallh and Senior Sefvices
Southeast District Office
2875 James Blvd, Poplar Biuff, MC 63901
MO £80-2808 (313} AN EQUAL OPPORTURITYIAFFIRMATIVE ACTION ENMPLOYER LAB-158

senvices provided on a nondisciminatory basls



> GUTH LABORATORIES, INC.

520 WORTH 67th STREET, © HARRISBURG, PA 17181- 4511 © YELEPHONE: T47-5806400

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13290 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 31, 2013, using a Perkin Elmer Gas
Chromatograph ,Autosystem XL S/N: 610N9030209, and found to contain
0.1202% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 29,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at

analysis instrument reading of 0.100 g/210L +/- 3%,

The aleohol and water used in this solution were

free of test interfering substances.

<=

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FN122211-02 whose
values are traceable to NIST.

Al balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior to each use utilizing NIST traceable weights.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALGOHOL PROGRAM

PERMIT
TYPE Il
ROBERT V MCCORMICIKK

is hareby autherized {0 instrucl and supervise operators, lrain instructors, inspect, calibrats, perlorm field service and repairs,
and operate the lollowing breath analyzer{s):

_.DATAMASTER, INTOX DMT

for the determinalion of the alcoholic content of blaod froim & sample of expired air, Parmit issued under the provisions of sections
577.020 through 577.041, R8Mo and 306.111 through 306.11¢ REMo,

DATE ___3/11/2014 . Lo i S B
DIRECTOR OF §VATE PlfBLiC HEALTH LABORATURY

NuMBen 24G101
expires /112016

WG B2-07 71 {G6-10}

e )d«( \,w‘)i‘v \\/~]

Jacting director
SIRECTOR OF DEPARTMENT CF HEALTH AND SENIOR SERVICES
Lan- Raam

z'-i‘i“é{ STATE OF MISSOURI
IOGEE ) OEPARTMENT OF HEALTH AND SENIOR SERVICES
l\ };{': L) BREATH ALCOACL PROGRAM
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2 INSTRUMENT OPERATOR GARD
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Op:aratar NCCORMICK, ROBERT

Permit No 240101
Date lasued 371172014 Date Explres 3/142018
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